.. MISSGURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
/1t STATE PUBLIC HEALTH LABORATORY

.3,} /, BREATH ALCOHOL PROGRAM :

% DATAMASTER MAINTENANCE REPORT RECEIVED 12/19/13-CD

2

1

Complate this report at the time of the regular manlbly preventive maintenance check {not lo oxcead 35 days). REVIEWED
Compigle this report whenever the Instrument is serviced or repairad and whenevar i is placed into service. [B Carol Day of 11:67 am, Feb 03, 2014
Relain the original and send a copy wilhin 15 days lo the Breath Alcohal Program, DHSS. 4 id . .
NATAUASTFF Sh HAYE OF AGENGY UALE OF SPEGTION 7
204174 Livingston Co. SO 12/10/2013
iﬁ('}e‘.mmﬁ OF NSTRUMENY ISTHEET AND €1TY) . TIME OF INSPECTION
2920 Nosth Shamrock Read, Jefferson City 14:16

CHECKLIST: Place a mark in the box by each item if found to be satisfactery or if operating within establishad Himits. (Write in observed values
where detarmined.) Unmarked ltems must be carrected before using Instrumenl.

W DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printouty ____ 12/102013 @ 14:16
COMPUTER ] DETECTOR
Wi pROGRAM ] FILTERS
HEATERS SAMPLE CHAMBER ___ 150°C QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED Wi PRINTER

INDICATOR LIGHTS

W SIMULATOR SOLUTION SUPPLIER _ Guth Laboralories __LOT# . 13280 EXP. DATE  10/16/2015

SIMULATOR SN DRS376  exp pare 04/15/2014

M SIMULATOR TEMP (34°C £ 0.2°C) _ +34.00°C

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a slandard solulion. All threa tests must be within 5% of the standard value and fmust have a spread of .005 or
toss. Mark the box corresponding to the slandard sofulion being used. {PRINTOUT ATTACHED)

v} 6.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
{7]0.080% STAMDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
{ ]0.040% STANDAMD - MUST READ BETWEEN 0.0368% AND 0.042% INGLUSIVE

TEST | & 098 TJEST 2 & 099 TEST 3 = 099

PERFORM R.EI. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{D-.04) ¢ ‘(.05-.09) 0 {10-.14) 0 {15-,19} 0 OVER .19 0

LIST ANY NEW PARTS AND DESCRIGE ANY ALTERATICH OR MODIFICATION THAT WAS MADE 10 RESTORE THE INSTRYNENT TO GPERATE BATISFACTORILY ANG WITHIN ESTABLISHEO LIMITS
{USE OTHER SIDE IF RECESSARY).

Replaced breath tube. Cleaned sample chamber assembly. Cleaned five-way valve. Replaced looss screw from five-way valve solenold. Replaced tubing

along breath path between flow thermistor block, five-way valve, and sample chamber. Replaced printer ibbon, Calibrated instrument.

INSPECTING OFFICER »:o T
PRNT FULL NAME

INSPE e
. D.
g udinton L) annn Dewayna D. Carver
TYPE 4 FFYIT MU MHMPJ!@‘« DATE e~ TELEPHONE NUVRER
TZ30101:. 05/28/2015 {573) 751-4722
RETURN COMPLETED REPORT FO THE: Braath Alcohol Program, MO Department of Heallh and Senior Services, Southeast Dislrict Olfica

2875 James Blvd.
Poptar Blull, MO 63801

A0 540-1473 12 £8) AN EOUAL OMOHTLAEN A FUSLU IVE ATHON EVIAOYEN - A8 LG
Batvaes PnaEr FOT B nacscrnanty Rass




GUTH LABORATORIES, INC.

530 NORTH 67th STREET ¢ HARRISBURQ, PA 17111. 4511 ® TELEPHONE: 717-664-8470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas 6hromatography on October 18, 2013, using a Perkin Elmer Gas
Chiomatograph Autosystemn XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/216L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

c S,
f/

Ted L. Pauley, Preside

GUTH LABORATORIES, INC,

NIST Traceabiliiy:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are traceable fo NIST,

All balances are callbrated annually by an outside agency using NIST traceable weights.
Calibration verification Is done prior to each use utilizing NIST traceable weights.
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FACE THIS SIDE DOWN - THIS EDGE.IN FIRSTI " . FACE.THIS SIDE DOWN THIS EDGE IN FIRST

- BAC DataMaster .| BAC DataMaster
Evidence Ticket | ! Evidence Ticket
MISSOURI STATE HIGHURY PRTROL f . MISSOURI STATE HIBHWAY PATROL
BRC DATAMASTER SERIAL HUMEER 264174 ; EAC DRTAMASTER SERIAL NUMBER 204174
1271813 - R t:2 i

TESTING OFFICER: . § ARREST TIME: BG:08

CARVER-DEWAYHE-D- ' i SUBJECT MAME:
OFFICER I.D.% 41 - ®
PERMIT MUMEER: E3@1@ DOB: 91/61/81 SER: M

STATE/ILL.: HHsH
-ARREETING OFFICER:?

EXFIRATION DATE: @5/23715
MISCELLANEOUS DRTA:

~ 189 YAPDR ACCURACY CHECK : W
GUTH LAES LOT 132958 EXP 10/16/2615 : OFFICER I.B.t ¥
. ? TESTIMG OFFICER:
~—— SUPERYISOR mnna —— f CRRYER-TEWAYHE~T
' OFFICER-T1.D.t Cdi

ELANK TEST R = - 14119 PERMIT MUMBER: 235161

INTERHAL STEMDRRD - YERIFIED 14119 EXPIRATION DATE: 85/33-15

EXTERNAL STAMDART . 14119 MISCELLAMHEDUS DATHR:

BLAME TEST . 565 14:80 RF1 TEST

EXTERNAL STHHDARD L B99 t4:om ,

ELOME TEST - =]clc) 14121 ; ——- BREATH AMALYSITZ —--

EXTERHAL STRMDARD . LB 14: 80 :

ELAHK TE=T , Qg 1dime BLAME TEST ycel! 14104
T =01 IMTERNAL STRHDART YERIFIED  fd:od
el = 3 ' Lt SUBJECT SAMPLE . 3613 1424

SIM. RARIC IHTERFERENCE

|

= .1 . |

AVG. = 0956 o !
|
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